Sensors based on organic electronic devices are emerging in a wide range of application areas. Here we present a sensor platform using organic light emitting diodes (OLED) and organic photodiodes (OPD) as active components. By means of lamination and interconnection technology the functional foils with OLED and OPD arrays form an in-plane optical sensor platform (IPOS). This platform can be extended with a wireless data and signal processing unit yielding a sensor node. The focus of our research is to engage the node in a healthcare application, in which a bandage is able to monitor the vital signs of a person, a so-called Smart Bandage. One of the principles that is described here is based on measuring the absorption modulation of blood volume induced by the pulse (photoplethysmography). The information from such a bandage could be used to monitor wound healing by measuring the perfusion in the skin. The OLED and OPD devices are manufactured on separate foils and glass substrates by means of printing and coating technologies. Furthermore, the modular approach allows for the application of the optical sensing unit in a variety of other fields including chemical sensing. This, ultimately enables the measurement of a large variety of physiological parameters using the same bandage and the same basic sensor architecture. Here we discuss the build-up of our device in general terms. Specific characteristics of the used OLEDs and OPDs are shown and finally we demonstrate the functionality by simultaneously recorded photoplethysmograms of our device and a clinical pulseoximeter.
INTRODUCTION
In many application areas, including medical, life style, packaging, defense, and security, there is an increasing demand for cheap, flexible or wearable sensors. For example, in medium and high-care hospital departments vital patient parameters (e.g. heart beat frequency and arterial oxygen saturation (SpO 2 )) are monitored continuously. In many cases a disposable solution is preferred over reusable systems because of the need to maintain device sterility. In defense and security there is a demand for monitoring systems for both personnel (e.g. firemen, soldiers) and the environment (e.g. gasses, biological agents). Because of the demanding environments in which these applications are engaged, reliability, durability, wearability and wireless communication form serious requirements. The strict demands of such applications require reliable, yet cheap and disposable solutions. Large area electronics are very well suited, since they allow for low cost manufacturing. When using foils as substrate and organic electronic devices as the active components, cheap manufacturing methods such as coating and printing can be used.
The resulting conformal or even flexible devices are ideal for use in the above mentioned application areas, since they can be embedded in e.g. protecting garments The use of organic electronic devices in sensor applications is growing very rapidly. In recent years a number of examples have emerged at various research institutes and companies. Examples thereof include the use of organic photodiodes in a sensor array for x-ray imaging 1 ; Oxygen and pH sensors 2 ; Chemiluminescence sensors 3 ; Photoluminescence sensors 4 ; and chemical transmission sensors 5, 6 . *marc.koetse@tno.nl; www.holstcentre.com
The key driver for the increasing research effort in this area is the promise for low cost, yet precise devices. It should be noted, that, in order to actually fulfill this promised low cost, the development of the technology to manaufacture these devices on an industrial scale is just as important as the development of the sensor platforms themselves.
Since many of the state of the art technologies in use today are derived from batch-wise processing, it will take quite an effort yet to come to reliable roll-to-roll processes that are absolutely needed to meet the cost targets. In fact, all processes that have so far been used for the fabrication of devices in the past, as well as new ones specific to foil substrates, will have have to be optimized or even completely newly developed.
Organic in plane optical sensor for wound monitoring
An in plane optical sensor (IPOS) can be seen as a generic platform for many application areas. It could, for example, allow for integration in credit card type sensor tags or textiles but can also be used for direct optical measurements on the skin. An interesting case is presented by the demand for a monitoring device for in situ measurement of the viability of skin grafts after reconstructive surgery of, for example, a burn wound. Current methodology involves hospitalization where, on a regular basis, the bandage is removed for visual inspection. In some cases more elaborate methods such as Laser Doppler Ultrasonography for measuring the perfusion in the graft may be used 7 . These diagnostic techniques, still require bandage removal, which by itself may disturb the wound curing process. The risk of infection or damage to the healing wound area is obviously not to be ignored. For this reason it would be advantageous to incorporate a monitoring device into the bandage. Such a device would allow to keep track of the healing process without unnecessary disturbances.
Organic electronic devices fabricated on foil combine a number of unique features that are in compliance with the requirements for such a monitoring device. These include low cost production by using roll-to-roll manufacturing; conformability or even flexibility that increases the comfort for the patient; and compatibility with modern wound care systems and dressings 8 . An artist impression of such a device, a smart bandage, is given in Figure 1 . The fact that printing can be used as a processing technology allows for the construction of arrays of optical elements, which may be advantageous for large wound areas. In the present paper an approach is described to develop a foil based sensor, capable of measuring the perfusion of the microvascular tissue in the wound area by means of photoplethysmography 9 (PPG). The nowadays widely applied pulseoximeter uses PPGs to measure heart beat frequency and the arterial level of blood oxygen saturation (SpO 2 ).This is achieved by measuring the change in absorption due to the pulse (blood volume) at two wavelengths, typically in the red and near infrared. For monitoring relative changes in perfusion only one wavelength is sufficient, which simplifies the design and the manufacture of the sensor device. Obviously, it is very well possible to combine several wavelengths on one foil to monitor more parameters. In this proceedings we discuss some relevant characteristics of the OLEDs, OPDs and the combination of the two for the actual measurement of a PPG. 
APPROACH
Apart from being a platform for application in many different areas, the IPOS may also be seen as a platform for the development and testing of manufacturing technologies. These include printing technologies for the active materials, barrier development for encapsulation of the devices, micro-precision lamination and interconnection technologies for the final device assembly, printing of conductive structures, and lithography on foil.
To demonstrate the possibilities of this technology we aim to create an array of organic photo detectors (OPD) and a compatible array of organic light emitting diodes (OLED). The OPDs are based on a blend of poly(3-hexylthiophene) (P3HT, Merck Chemicals Ltd) and [6, 6] -phenyl C61butyric acid methyl ester (PCBM, Solenne BV). Being the work horse for photovoltaic research, this blend has also been well studied for use in detectors 10, 11 . This blend has an optical band gap of 650 nm which is sufficient for the detection of part of the red light.
The light emitting polymers (LEP) used for this study are a red emitting 12 and yellow emitting 13 material; both obtained from Merck KGaG. The red emitting material (λ max 670 nm) shows a large overlap with the absorption spectrum of the photodiode blend( fig 5) . Also the emission overlaps with the prime wavelength for the PPG measurement, 650 nm. This makes this material particularly useful for the sensor (fig 2) . The emission of the yellow material (λ max 575 nm) has a strong emission shoulder in the red spectral region and has also a strong overlap with the diode spectrum. This region is often called the "near infrared window" because photons can penetrate deeply into tissue. Below 600 nm the absorption of light by notably melanin becomes too strong and beyond 1000nm the water absorption rises quickly. 9 In order to maximize the degrees of freedom for design and manufacturing of the devices, we decided to fabricate the detectors and LEDs on separate foils. For example, this allows comparison of various printing methods and coating technologies on a wide range of substrates. In this study we made use of poly(ethylenenaphthalene) (PEN) and glass. A further important benefit of this approach is that we are essentially free to choose the order of functional foils in the final device, which allows easy variation of the device's architecture.
For the device discussed in this study we opted for a three foil assembly containing an OLED foil with an OPD foil laminated on top. The device is complemented with a flexible circuit board containing noise filters (band pass 0.5 -17 Hz), logarithmic amplifier (AD8304, Analog Devices) and a DC/DC converter (Max1896, Maxim) for the power supply of the OLEDs. Data collection and OLED driving is controlled with a microprocessor embedded on a multifunctional wireless node 14 . The interconnection between the foils is achieved, using a proprietary lamination and interconnection technology. Figure 3 shows a mock up version that is used for testing of the interconnection technology and of the attached node as well as a picture of the OLED and OPD foils.
The functional foils were processed in a batch-wise manner. A typical work flow for both the OLED and OPD foils involves:
• Lamination of a substrate to a carrier;
• Deposition of the barrier; • Deposition and patterning of the anode and shunt lines;
• Deposition of PEDOT:PSS and the active layer by means of spin coating or inkjet printing;
• Evaporation of the cathode;
• Thin film encapsulation. 15 The first two steps are omitted for processing on glass substrates. The resulting foil devices are depicted in Fig. 3 . Both foils can be made either bottom or top emissive (receptive). Although processing on glass is a well know procedure, our devices were designed to be double sided. In such a device light leakage through the substrate can be avoided by using a top emissive OLED 16 on one side of the substrate and a bottom receptive OPD on the other. This light will be emitted nearly directly into the skin and only reflected and scattered light will pass through a single substrate. Classical encapsulation with a metal lid is not useful because of both transparency and flexibility issues and therefore a transparent thin film encapsulation was used. A further advantage of using double sided devices is that spincoating can be used without the risk of cross-contamination of the devices. A schematic overview of the architecture of both device designs is given in figure 4 . The photodiodes with an area of 1 mm 2 are placed behind the LEDs (area 8 mm 2 ) and receive the reflected light via an opening in the middle. 
RESULTS AND DISCUSSION

Top-emissive OLEDs
Bottom-emissive OLEDs are considered Lambertian emitters. As indicated before this might reduce the amount of light that is able to penetrate the skin because of "leakage" into the substrate. Clearly, the loss of light is strongly dependent on the thickness of the substrate. For the devices on glass and the first generation on foil (Fig. 4, B) we therefore chose to use top emissive OLEDs. Here the light only has to pass trough the thin film encapsulation only(<20 µm), minimizing this loss.
The red emitting material shows a peak emission at 670nm and has a large overlap with the absorption spectrum of the photodiode blend ( fig 5) . Also the emission overlaps with the primary wavelength for the PPG measurement, which is around 650 nm. This makes this material particularly useful for the sensor (Fig 2) .
The bottom-emissive devices had a maximum efficiency of 1.5 Cd/A. In top emissive devices this was reduced to a maximum efficiency of 0.45 Cd/A at 8V and 320 Cd/m 2 as measured with a luminance meter. The area of the LED was 8 mm 2 , implying a current of 5.6 mA. These results show a drawback of top emissive devices, namely that their luminescence is generally much lower than the luminescence of their bottom emissive counterpart. This is partly due to the reduced transparency of the cathode (60-70%) and partly due to the angle dependant emission, caused by a cavity effect. Figure 5 shows a conoscopic measurement (Eldim, EZ-Contrast L160D) of a top-emissive device driven at 9 V. Clearly the distribution of the emitted light is not Lambertian but has a maximum between 40° and 50°. We do not expect this to cause problems in the final PPG measurements since these depend mainly on back scattered light and the design with 4 photodiodes allows for a relatively large measurement area. 
Organic photodiodes
The photodiodes used in this study were bottom-receptive and had an area of 1 mm 2 . The active layer was spin coated from a chlorine free solvent. No separate thermal annealing was required. A TEM picture (Fig. 6 ) of an inkjet printed layer, using the same solvent, shows similar features as reported in literature. 17 This indicates that the morphology is probably very similar to those found in films obtained by chlorinated solvents such as o-dichlorobenzene (ODCB). This was corroborated with IV-measurements of both spin coated and inkjet printed devices using LiF/Al as cathode. Both showed high shortcut currents (Jsc) of 10 mA/cm 2 and 8.7 mA/cm 2 , respectively (see Fig. 6 .) under approximately 100 mW/cm 2 white light illumination. The open circuit voltage (Voc) was 0.58 V with a fill factor (FF) of 0.56 for the spin coated device. The printed device showed a slightly lower Voc of 0.54 V but a dramatically lower FF. We attribute this to the inhomogeneity of the printed layer. Optimization of the printing process, including ink formulation, is currently being carried out. It should be noted that these measurements were not performed under standard (AM1.5) conditions. The results give therefore only an indication of the actual performance of the devices, but can be used to compare the devices presented here. The noise levels of our devices can be estimated with relative ease from the shunt resistance (R sh ) measured in the dark. For the 1 mm 2 spin coated devices we found a typical value for R sh of 10 MΩ. From this the thermal current noise density (I tn ) can be calculated using I tn = √(4kT/R sh ) = 40 fA/Hz 1/2 . The measured current noise density was found to be 70 fA/Hz 1/2 . This indicates that the origin of noise in the devices is not purely determined by R sh . The derived Noise Equivalent Power (NEP) was found to be 2.8x10 -13 W/Hz
, based on an estimated spectral response of 0.25 A/W 11 . This is an order of magnitude higher than reported for optimized organic photodiodes in literature. 11 Although not yet optimal, we feel confident to use the spin coated devices in the sensor, since the currents to be measured are in the order of µA, with an AC component of tens nA. which is well above the measured current noise density. The inkjet printed devices have a too low R sh yet to be used in the, here described, sensor platform.
Photoplethysmography with OLEDs and OPDs
As a proof-of-principle we made use of a double sided, glass based device using two red emitting OLEDs and one photodiode. The OLEDs were driven at 9V. The measured photocurrents were filtered (band pass 0.5-17 Hz) and the AC component was amplified using a logarithmic amplifier (AD8304). The measurement was performed on the right index finger of a test person. A simultaneous measurement with a commercial pulseoximeter (Nelcor N200) on the middle finger served as control. Both resulting photoplethysmograms are shown in Fig. 7 .
The signal of the organic device and the clinical pulseoximeter match perfectly thus showing that our sensor can well be used for measuring the pulse. The PPG waveform is typical for a measurement on a finger. 9 As a result of postprocessing, the commercial device delivers a strongly smoothed signal, whereas the signal of the organic device was only slightly smoothed electronically. The total signal measured by the photodiode was 10 µA, the relevant modulation (AC signal) was approximately 50 nA, estimated from the amplifier characteristics. A serious drawback of the use of the low efficiency OLEDs is the heat dissipation of the device. The temperature of the device may rapidly exceed 60 °C, which makes long term skin contact impossible. To overcome this we performed similar measurements using yellow emitting OLEDs. The improved efficiency (10 Cd/A versus 0.45 Cd/A for the red emitting devices) allowed driving the devices at much lower voltage and current density, hence decreasing the operating temperature to below 35 °C. The obtained PPG was comparable to that measured before, although the current of the AC signal was reduced to 10 nA. Apparently there is enough emission in the red part of the spectrum to yield viable measurements. Other skin areas were also tried including hand, wrist and forehead. On all locations a PPG could be measured, the signal being the strongest on the head and fingers, which can be expected since in these areas the capillaries lie closest to the skin surface.
CONCLUSIONS
Sensors based on organic electronic devices receive increasing attention from academia, research institutes and industry. Products, mainly for point of care applications, are now slowly entering the market. The platform discussed in this paper allows for off-line point of care applications but can also be used for direct measurements of physiological processes on or in the body. More specifically the platform was used for photoplethysmography, measuring the skin perfusion using the modulation of the capillary volume in the skin. It contains an in-plane optical sensor node containing OLEDs and OPDs on foil that can be integrated with existing electronics using lamination technologies.
For testing purposes the device was designed such that it could be manufactured either on glass (double sided) or on foil. This implied the use of top emitting OLEDs and bottom receptive OPDs. The applied red emitting device had a relatively low efficiency of 0.45 Cd/A and also showed a strong angle dependent emission. The strongest luminance was measured between 40° and 50°.
The OPDs were manufactured with chlorine free solvents. The resulting layers showed a morphology comparable to that reported for layers processed from more common solvents such as ODCB. Good quality devices with high shortcut current densities (10 mA/cm 2 ) could be made using spin coating. Inkjet printed devices were of lower quality, mainly due to the inhomogeneity of the layers, reflected in the low fill factor and shunt resistance. The short circuit current, however, was almost equal to that of spin coated devices. Preliminary noise measurements indicate an order of magnitude higher Noise Equivalent Power than reported in literature, but still well below the expected measurement window.
With the combination of these OLEDs and OPDs a photoplethysmogram was measured on the finger of a test person. The signal matched a simultaneously measured PPG from a commercial pulseoximeter. The low efficiency red emitting OLED produced an unacceptable amount of heat, which could be remedied by using a higher efficiency yellow emitting material. This proves that organic optoelectronic devices can well be used for the direct measurement of relative changes in physiological parameters such as the skin perfusion in.
